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ABSTRACT OF THE DISCLOSURE 

Semiconductor strain gages, although they are many 
times more sensitive to strain than the commonly used 
metallic foil gages, have found only limited use as pre- 
cision strain transducers because of their undesirable 
temperature properties. These undesirable temperature 
properties include large changes in gage resistance and 
gage factor with temperature, and have limited the use- 
fulness of the semiconductor gage. 

According to the present invention radiation damage 
studies have provided a method of significantly reducing 
the sensitivity of the semiconductor gage to changes in 
temperature. The method according to the present inven- 
tion comprises exposing commercially available semicon- 
ductor gages of a specific resistivity to a prescribed dose 
of high energy damaging radiation. After irradiation, the 
change in gage resistance and gage factor with tempera- 
ture will be reduced by a factor of over twenty-five of 
the unirradiated gage over a 50° C. temperature interval. 


The present invention was made by an employee of the 
National Aeronautic and Space Administration and may 
be manufactured and used by or for the Government of 
the United States without the payment of any royalties 
thereon or therefor. 

Strain gages are employed in various types of transduc- 
ers, such as motion sensing devices, accelerometers and 
other instruments for measuring movements, forces and 
pressures. In the testing of various instrumentation, struc- 
tures and the like for use in a spatial environment it is 
obviously necessary that a wide temperature range capa- 
bility be inherent in the gage structure. Semiconductor 
strain gages that are presently available offer a consider- 
able improvement over metallic gage counterparts, par- 
ticularly in the gage factor available, high resolution, 
small size, and signal to noise ratio. However, because 
of their undesirable temperature properties, semiconduc- 
tor gages have found only limited use as precision strain 
transducers. 

Accordingly, it is an object of the present invention 
to provide a method whereby the temperature properties 
of semiconductor strain gages may be improved through 
radiation damage. 

Another object of the present invention is to provide 
semiconductor strain gages in which the temperature de- 
pendency of the gage resistance and gage factor have been 
improved. 

Another object of the present invention is the method 
of temperature compensating semiconductor strain gages. 

Yet another object of the present invention is the pro- 
vision of an improved semiconductor strain gage. 

According to the present invention the foregoing and 
other objects are obtained by exposing certain resistivi- 
ties of commercially available semiconductor strain gages 
to high energy particulate radiation. After this exposure 
to radiation, the temperature dependence of the gage 
resistance and gage factor is greatly reduced. 

A more complete appreciation of the invention and 
many of the attendant advantages thereof will be readily 


appreciated as the same becomes better understood by 
reference to the following detailed description when con- 
sidered in connection with the accompanying drawings 
wherein: 

5 FIG. 1 is a view of an exemplary semiconductor strain 
gage; 

FIG. 2 is a graphical representation of the gage sensi- 
tivity vs. the resistivity of the gage material for silicon 
strain gages; 

IQ FIG. 3 is a graphical representation of gage resistance 
and gage factor vs. temperature for a specific semiconduc- 
tor strain gage; 

FIGS. 4a y 4b and 4c are schematic^ representations 
of on© theory of operation when a semiconductor is ir- 
is radiated; and 

FIG. 5 is a graphical representation of the normalized 
gage resistance vs. temperature for a 5,0 ohm-cm. F-type 
silicon semiconductor according to the present invention. 

Referring now to the drawings, and more particularly 
20 to FIG. 1, there is shown a typical semiconductor strain 
gage generally designated by reference numeral 10. Strain 
gage 10 consists of a thin filament of silicon 11 with a 
pair of metal contacts 13 and IS provided on each end 
to permit the soldering of electrical leads to gage 10, 
25 in a conventional manner. The longitudinal axis of gage 
10 is parallel to a specific crystallographic axis, the [111] 
axis for P-type material and the [100] axis for N-type 
material, to give the maximum gage sensitivity. The semi- 
conductor gage 1 % may be from thirty to ninety times as 
30 sensitive to strain as conventional metal gages depending 
upon the type and resistivity of the gage material. 

As shown more particularly in FIG. 2 the gage factor, 
which is a direct indication of the gage sensitivity vs. the 
resistivity of the gage material, for a silicon gage is shown. 
35 As shown therein, the gage factor varies from approxi- 
mately 80 to 175 for the P-type and from —60 to —120 
for the N-type gages depending upon the resistivity. 

Referring now to FIG. 3, the temperature dependency 
of the gage resistance and gage factor is more clearly 
40 understood. As shown therein, the gage resistance and 
gage factor normalized to its 25° C. value is plotted vs. 
temperature for one of the most commonly used semicon- 
ductor gages, that is, a 0.05 ohm-cm. P-type gage. The 
gage resistance for a free filament experiences a 25% 
4o change from 25° to 100° C. while the bonded gage, that 
illustrated in FIG. 1, changes slightly more because of 
the difference in expansion coefficients of silicon and the 
material to which it is bonded. A reduction in gage factor 
of the same order as the increase in resistance is noted 
50 in this temperature interval. This behavior of the gage 
resistance and the gage factor with temperature may be 
more clearly understood by examining the equations gov- 
erning its operation which are : 


P ~A~Z V 

A nr/x A 

(i) 

, . A R/R 

gage factors — 

e 

(2) 


The gage resistance R 0 is given by the product of the 
resistivity of the gage material p, and the ratio of the gage 
length L to its cross sectional area A. The resistivity may 
be written in fundamental terms as the reciprocal of the 
product of the carrier concentration n, the electronic 
charge e, and the carrier mobility From Equation 1, 
the difference between the operation of a metallic semi- 
conductor gage may be pointed out. In most metallic 
gages, the change of resistance with strain is due pri- 
manly to a change of UA, while in a semiconductor gage 
it is the change in carrier mobility that accounts pri- 
marily for the resistance change. Unfortunately, a change 
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in temperature also changes the carrier mobility. For 
P-type silicon, whose resistivity is greater than 0.05 ohm- 
cm., the mobility decreases approximately as the tempera- 
ture to the five-halves power; the gage resistance there- 
fore increases at about the same rate. The increase in gage 
resistance, as can be seen from the formula for the gage 
factor, is defined as the ratio of the change in resistance 
AR, due to a strain e, to the gage resistance divided by 
the strain, results in a decrease in gage factor since the 
gage sensitivity AR/e, is not a strong function of tem- 
perature in gages whose resistivity is greater than .05 
ohm-cm. 

Table 1, below gives a comparison of several properties 
of a semiconductor gage to like properties of the best 
available metal foil gage. 


TABLE 1 


Property 

.0ft ohm-ent. 
P-type silicon 

Metal 

foil 

gage 

Ratio 

/AR/K.A 




Strain gage factor 1 1... 

140 

2 

70 

\ < / 

Thermal eoef. res. (povceiit/60 0 < ' .) — - 

14 

.01 

1,400 

Thermal eoef. gago factor (percent/.W 0 




<*.). - - - 

14 

0. 6 

28 


The properties that are compared in Table I above, 
are the gage factor, temperature coefficients, and the tem- 
perature coefficient of the gage factor. The ratio of these 
properties is shown in the third column. The gage factor 
of a 0.05 ohm-cm. P-type gage, one of the most popular 
types, is 140 while that of the metallic gage is only about 
2. It is the gage factor of the semiconductor gage, in this 
case seventy times as large as the metal foil gage, that 
makes it so attractive as a strain transducer. The next 
properties compared are the temperature coefficients of 
resistance and gage factor which points out why the semi- 
conductor gage has only limited use as precision strain 
transducer. The temperature coefficients of resistance 
changes 14% per 50° C, some 1400 times more than the 
metal gage; and the temperature coefficient of the gage 
factor also changes 14% per 50° C. or twenty-eight times 
more than the metal gage. By significantly reducing these 
two quantities, that is, the temperature coefficient of re- 
sistance and gage factor, the usefulness of the semicon- 
ductor gage is greatly extended particularly to environ- 
ments where the temperature changes arc experienced and 
in the low strain measurement area. 

According to the present invention, the reduction in 
the temperature coefficient results from the fact that the 
carrier concentration in the semiconductor material can 
be made to increase with temperature by exposing a semi- 
conductor material to high-energy particulate radiation. 
From the formula for the gage resistance, it is seen that 
if the carrier concentration increases with temperature 
at the same time that the carrier mobility decreases with 
temperature, the resistance change will be zero. Since the 
gage sensitivity AR/e is farily constant over a large tem- 
perature interval the gage factor will change at about the 
same rate as the gage resistance. 

A schematic pictorial representation of one theory of 
what happens when a semiconductor is irradiated is shown 
in FIGS. 4a, 4b and 4c, which illustrates a pictorial illus- 
tration of a semiconductor crystal lattice. In this lattice, 
impurity atoms, designated by reference numeral 21, are 
always present in minute quantities among the other 
atoms 23 of the semiconductor material. When a high- 
energy particle passes through the lattice, as designated 
by the broken line arrow, the high-energy particle may 
suffer a collision with a lattice atom and displace it from 
its normal lattice site to an interstitial position, leaving 
behind a vacancy (FIG. 4b). At room temperature, both 
the vacancy and interstitial are mobile and quickly mi- 
grate to an impurity atom site to form a defect complex, 
as designated by the broken squares in FIG. 4c. These 
defects give rise to donor and acceptor levels that are 
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capable of trapping the charge carriers. The number of 
carriers trapped by these defects is a function of tem- 
perature, that is, the higher the temperature, the fewer 
carriers that are trapped. Hence, since the carriers can be 
5 thermally excited off the defect the carrier concentration 
will increase with temperature. 

A theoretical calculation partially based ort data col- 
lected in radiation damage studies indicated that the tem- 
perature coefficient of resistance of a certain resistivity 
10 of silicon could be reduced by a factor of 100 in the tem- 
perature interval between 0 and 100° C. To determine in 
practice what degree of temperature compensation could 
be achieved, various resistivities of silicon gages were ex- 
posed to two megavolt electron radiation, with the best 
15 results being obtained from the 5.0 ohm-cm. P-type gage. 

In a specific irradiation process, six strain gages were 
held by their electrical leads in the path of the incident 
electron beam from an electron accelerator. The beam 
was scanned across the gages to insure that each gage was 
20 irradiated uniformly and a beam current of approximately 
3 X 10 13 electrons/cm. 2 was used with a Faraday cup being 
positioned directly behind the gages to monitor the beam 
intensity. The six gages were irradiated until they ex- 
hibited a zero temperature coefficient at room tempera- 
25 ture. This condition was determined by measuring the 
gage resistance for a low excitation current, about 0.1 ma., 
which caused very little self-heating and at a high excita- 
tion current, slightly greater than 2.0 ma., which produced 
considerable self-heating. When the gage resistance values 
30 were equal for the high and low excitation current value, 
the irradiation process was complete. After irradiation, 
the gage resistance becomes approximately twice that of 
the initial or unirradiated gage resistance. After irradi- 
ation, all of the gages were heated and maintained at 
35 approximately 175° C. for twenty-four hours to anneal 
out all of the relatively unstable defects. 

In this specific example a Dynamitron accelerator was 
used to produce the electron radiation. As readily ap- 
parent to those skilled in the are the radiation damage 
40 may also be produced by Van de Graff and Linear accele- 
rators as well as by any other charged particle accelera- 
tor that will produce the controlled damaging radiation. 
Thus, the invention is not considered limited to electron 
radiation damage but also includes the use of protons, 
45 alpha particles, deuterons, neutrons, and the like, to pro- 
duce controlled radiation damage. It is also to be under- 
stood that the gages may be irradiated in the wafer form 
when so desired. 

The normalized gage resistance vs. temperature of a 
50 5*0 ohm-cm. P-type silicon gage is illustrated graphically 
in FIG. 5. The initial resistance for this gage at 25° C. 
was 4500 ohms and after irradiation with 2 mev. elec- 
trons the gage resistance at 25° C. was 10,000 ohms. On 
this graph, the normalized resistance vs. temperature for 
55 an irradiated and unirradiated 5.0 ohm-cm. P-type sili- 
con gage is plotted. The unirradiated gage changes resist- 
ance 50% between 25° and 100° C., while the irradiated 
gage, which had received a radiation dose equivalent to 
100 years in space environment, changes only 6% over 
00 the same temperature interval. This eight-fold reduction 
in resistance change with temperature, is due to the car- 
rier concentration increasing with temperature and offset- 
ting the decrease in carrier mobility. 

A comparison of similar properties of the irradiated 
05 semiconductor gage and the metal foil gage is shown in 
Table II below: 


TABLE n 


Property 

5.0 ohm-cm. 
P-type 
Irradiated 
silicon 

Metal 

foil 

gage 

Ratio 

/AR/RA 




Strain gago factor f J 

100 

2 

HO *70) 

\ a / 

Thermal cocf, res. (p»roent/60° (\) 

0.5 

.01 50 a, 400) 

Thermal coef. <l.l\ (perccnl/50° C.)-- 

0.5 

0. 5 

1(28) 
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The properties compared in Table II above are once 
again the strain gage factor, temperature coefficient of 
resistance, and the temperature coefficient of gage fac- 
tor. The ratios obtained when the .05 ohm-cm. P-type 
gage was compared with the metallic foil gage are shown 5 
in parenthesis in the ratio column. The gage factor for 
the irradiated gage is 160, or some eighty times that of 
the metallic foil gage. The ratio is higher than that ob- 
tained earlier and arises not from the fact that the gages 
were irradiated but from the fact that the gage is a higher jq 
resistivity than that gage shown in Table I. The temper- 
ature coefficient of resistance has been reduced from fac- 
tor 1400 to 50 times that of the metal gage. The temper- 
ature coefficient of the gage factor is now comparable 
to that of the metallic foil gage over a 50° C. temper- 15 
ature interval. The temperature performance of this irra- 
diated gage over the 50° C. temperature interval is equiv- 
alent to that of the best metallic foil gage available on 
the market. 

These reductions in the temperature coefficients greatly 20 
extend the usefulness of commercially available semi- 
conductor strain gages. In the area of high -strain meas- 
urements, the semiconductor strain gage can now he 
used to make accurate measurements of strain in en- 
vironments where extreme temperature changes are ex- 25 
perienced. The advantage of the semiconductor gage over 
the metallic foil gage in this area is that the high output 
signal from the semiconductor gage simplifies the read- 
out requirements. In the low strain measurement area, 
the high gage factor of the semiconductor gage makes 30 
possible the measurement of strain many times lower 
than possible with the metallic foil gage. However, the 
use of uncompensated semiconductor gages in this area 
is limited because all temperature changes give rise to 
considerable error in the strain measurement. In the irra- 35 
dialed semiconductor gage this error is reduced by a 
factor of twenty-eight therefore allowing a much more 
accurate measurement of small strain levels which is an 
important factor in the testing of various space instrumen- 
tation and structural materials. 40 

Although the invention has been described more spe- 
cifically relating to P-type silicon semiconductor strain 
gages, it is readily apparent to those skilled in the art that 
the teachings of this invention are readily adaptable to 
N-type silicon gages, as well as other semiconductor 45 
strain gage materials, such for example, germanium, gal- 
lium arsenide, indium antimonide, silicon carbide, alumi- 
num antimonide, aluminum arsenate, aluminum phos- 
phide, gallium antimonide, indium arsenate, and gallium 
phosphide, or any other presently knowm piezo-yesistive 
materials. As is well known to those skilled in the art, these 
materials may be either N-type or P-type or may be pre- 
dominately either one of these types but have layers or 
regions of the other types. There are obviously numerous 
variations and modifications of the above described illus- 
trative temperature compensation process for semicon- 
ductor materials and r.o attempt has been made to ill us- 
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trate all such possible arrangements. It is therefore to be 
understood that within the scope of the appended claims 
the invention may be practiced otherwise than as spe- 
cifically described. 

What is claimed as new and desired to be secured by 
Letters Patent of the United States is: 

1. A method of temperature compensating semicon- 
ductor strain gages comprising: 

selecting a strain gage of the desired resistivity, irradi- 
ating the selected strain gage uniformally wTh a 
beam current of approximately 3xKP 3 electrons/ 
cm. 2 until said gage exhibits a zero temperature co- 
efficient at room temperature thereby introducing 
radiation-produced defect levels in said gage, said 
radiation-produced defects affecting the temperature 
dependency of the carrier of ihe gage material so 
that it increases with increasing temperature and 
thereby offsets the usual decrease in carrier mobility 
wi:h increasing temperature of the gage material, 
thereby resul.ing in a decrease in the temperature de- 
pendence of gage resistance of the semiconductor 
gage. 

2. The method of claim I wherein said semiconductor 
strain gage is selected from the group consisting of sili- 
con, germanium, gallium afsenide, indium antimonide, 
silicon carbide, aluminum antimonide, aluminum arse- 
nate, aluminum phosphide, gallium antimonide, indium 
arsenate and gallium phosphide. 

3. The method of claim 1 wherein said semiconductor 
strain gage is selected from P-type and N-type silicon. 

4. The method of claim 1 wherein said semiconductor 
strain gage comprises a 5.0 ohm-cm. P-type silicon strain 
gage. 

5. The method of claim 1 wherein said strain gage, 
after irradiation, is heated to and maintained at approxi- 
mately 175° C. for approximately twenty-four hours to 
anneal out any relatively unstable defects. 

6. A method of reducing the rate at which the resist- 
ance of a semiconductor strain gage changes with tem- 
perature comprising, irradiating said strain gage with 2 
mev. electron radiation until said gage exhibits a zero 
temperature coefficient at room temperature to produce a 
permanent controlled radiation damage to said strain gage 
whereby said radiation damage reduces the ra e at which 
the resistance of the strain gage changes with temperature. 
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